
   

   

   

   

 HCV Seroconversion Panel Donor No. 67355  

 Part Number: HCV10007  

 
Donor Demographics: Donor source plasma was collected from a U.S. licensed blood collection facility.  

Donor was un-treated and asymptomatic throughout the collection period. 

 

Notes on Data:  
1. This panel is for Research Use Only. Not for use in diagnostic procedures. 

2. Data is generated at ZeptoMetrix™ LLC and by our Laboratory Partners in the United States and Europe. 

3. All specimens collected in this longitudinal series are unadulterated 4% sodium citrated plasma samples collected from a 

single donor in the United States. 

4. No preservatives have been added. 
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ABBOTT 
AxSYM 

ANTI-HCV 3.0 
Reagent Pack 

Lab # 5 
 

TEST DATE: 
7/20/2000 

10007-01 04/14/98 6 NEGATIVE 0.141 0.324 0.026 0.060 0.130 

10007-02 04/16/98 7 NEGATIVE 0.101 0.300 0.158 0.070 0.090 

10007-03 04/21/98 4 NEGATIVE 0.104 0.300 0.289 0.060 0.090 

10007-04 04/23/98 13 NEGATIVE 0.089 0.293 0.211 0.060 0.150 

10007-05 04/28/98 10 NEGATIVE 0.112 0.283 0.289 0.070 0.110 

10007-06 04/30/98 6 NEGATIVE 0.104 0.310 0.289 0.060 0.110 

10007-07 05/07/98 NOT TESTED NOT TESTED 0.144 0.434 0.237 0.080 0.110 

10007-08 05/09/98 9 POSITIVE 0.189 1.676 0.263 0.060 0.100 

10007-09 05/14/98 4 POSITIVE 0.227 0.448 0.289 0.070 0.140 

10007-10 05/19/98 9 POSITIVE 0.150 0.393 0.237 0.070 0.100 

10007-11 05/21/98 7 POSITIVE 0.129 0.366 0.316 0.070 0.090 
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 ½ 
 

TEST DATE: 
11/16/2018 

10007-01 0.080 0.134 0.090 0.000 0.06 0.03 0.14 

10007-02 0.050 0.100 0.070 0.000 0.05 0.01 0.11 

10007-03 0.070 0.125 0.080 0.000 0.06 0.02 0.13 

10007-04 0.040 0.095 0.070 0.000 0.06 0.01 0.12 

10007-05 0.080 0.109 0.070 0.000 0.06 0.02 0.12 

10007-06 0.070 0.119 0.070 0.000 0.27 0.02 0.13 

10007-07 0.110 0.148 0.080 0.000 0.49 0.05 0.17 

10007-08 0.070 0.120 0.080 0.000 0.05 0.02 0.12 

10007-09 0.090 0.123 0.090 0.000 0.05 0.03 0.12 

10007-10 0.060 0.108 0.070 0.000 0.06 0.02 0.12 

10007-11 0.050 0.118 0.080 0.010 0.05 0.01 0.12 


